AirFit F10 sizing tips

AirFit F10 is sized by aligning the lower part of the fitting template with the crease of the patient’s chin. The recommended
size is determined by the size on the template that aligns with the inside corner of the eye. Use this fitting template as a
guide to size your patients for AirFit F10.
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In this example, the recommended size would be Small.
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Useful information

® Ensure the patient’s mouth is relaxed and closed when sizing.



